The new ANATOMIX beamline at Synchrotron SOLEIL is dedicated to hard X-ray full-field tomography techniques. Operating in a range of photon energies from approximately 5 to 50 keV, it offers both parallel-beam projection microtomography and nanotomography using a zone-plate transmission X-ray microscope and thus covers a range of spatial resolution from 20 nm to 20 µm, expressed in terms of useful pixel size. Here we describe the microtomography instrumentation and its performance.
INTRODUCTION
The French synchrotron light source SOLEIL has recently built a long undulator beamline named ANATOMIX (Advanced Nanotomographic Imaging with Coherent X Rays) for X-ray microtomography and nanotomography. ANATOMIX completes the imaging methods available at SOLEIL by full-field tomography at lower photon energies and smaller length scales than PSICHÉ [1] , the other SOLEIL beamline offering full-field tomography as a main experimental method. The general layout and beam conditioning optics scheme have been reported elsewhere [2] ; here we give a description of the main features of the experimental stations, in particular for microtomography -the nanotomography station is described in a separate article in this volume [3] -and of the current state of the instrument.
In its two experiment hutches 170 and 200 m from the source, ANATOMIX can take the white X-ray beam or a monochromatic beam from a double-crystal Si-111 monochromator (DCM) or (once fully completed) from a double-multilayer monochromator. The nanotomography facility is exclusively operated with the DCM. For microtomography, the beam at sample position without any X-ray optics is approximately 20 mm wide and 15 mm high. It can be widened to more than 40 mm by a horizontally focusing double mirror located 35 m from the source; when the mirror is not needed, it can be retracted from the beam. Beryllium refractive lenses in the optics hutches can be used to collimate the beam and increase the flux density at the sample position. Table 1 lists the main parameters of the beamline and its end stations.
MICROTOMOGRAPHY INSTRUMENT LAYOUT AND PERFORMANCE
Two almost identical microtomographs are available, one in each of the two experimental hutches; they mainly differ by the available range of propagation distances between sample and detector, which is limited to 2.1 m in the first hutch, whereas in the second hutch distances up to 6 m can be realized. In principle it is also possible to place a sample on the microtomograph in hutch 1 and use a detector in hutch 2, which can increase the propagation distance up to 37 m. Hutch 1 also contains the TXM. While it is not possible to conduct two experiments simultaneously, the microtomograph in hutch 2 can be used to install and test complex setups while other experiments are running in hutch 1. Detector optics developed at SOLEIL ( [4] , see also Table 1) give access to effective pixel sizes between 0.3 and about 20 µm in microtomography; these are complemented by the TXM with useful pixel sizes down to 20 nm.
Each of the microtomographs (Fig. 1) has two air-bearing tomography rotation stages. The standard stage is a model RT500S (LAB Motion Systems, Heverlee, Belgium) with a central hole of diameter 250 mm for samples or environments requiring space far underneath the X-ray beam axis. An XY stage on top of the rotation allows for centering of the sample on the rotation axis. A smaller but faster rotation stage from the same supplier (model RT150S) is available for ultrafast tomography. Both rotations are mounted on a common slab with a vertical travel range of 120 mm. Underneath, a horizontal transverse air-bearing translation driven by a linear motor can be used to change between rotation stages, center the rotation axis on beam and detector, and move the sample in and out of the beam for the acquisition of flatfield images.
While typical microtomography scans on ANATOMIX take a few minutes, scans can be much faster in experiments optimized for speed. Fast tomography can currently go up to ≈1 scan per second with the RT500S standard stage and a pco.dimax HS4 camera (PCO AG, Kelheim, Germany). The RT150S stage is specified up to 13 rps, and first tests for ultrafast tomography have been conducted at acquisition rates of 18 tomography scans per second.
All scans are performed on-the-fly, i.e., the rotation stage does not stop rotating during acquisition; the synchronization of motorized axes and detector is usually obtained through the generic Flyscan architecture developed at SOLEIL [5] . The user interface for experiment control is based on Spyc, an iPython-based command-line and scripting environment at SOLEIL. Tomography-specific macros developed at the PSICHÉ beamline provide tools for easy sample alignment and scan setup, as well as a common user experience for both beamlines.
A local computer cluster for reconstruction and storage, with 5 computing nodes and 300 TB storage capacity reconstructs a standard (2048) 3 -voxel volume in 3 minutes, using the reconstruction software PyHST2 [6] (ESRF, Grenoble, France). A Python script is used for data pre-processing and parametrization of the reconstruction; here too, ANATOMIX benefits from developments on PSICHÉ and both beamlines provide a common user interface. Figures 2 and 3 show two examples of phase-contrast tomography, one at high resolution and one for a relatively large object, demonstrating some of the capabilities of the instrument. The image shows a reconstructed longitudinal slice (gray) as well as part of the pore network (yellow) and the epidermis (green). The diameter of the grain is approximately 0.3 mm. In the detail inset on the upper right, protein storage vacuoles (white) can be discerned. This measurement was made in a coupled microtomography/nanotomography experiment, in the same session as the TXM results presented in Figure 3 of the paper by Scheel et al. in this volume [3] . 
